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/.BSTRACT 


The Tokamak Fusion Test Reactor (TFTR) being built at Princeton Plasma 
Physics Laboratory is the largest such facility in the U.S. and places tre- 
mendous demands on the instrumentation in general and mechanisms in particu- 
lar. This paper discusses the design philosophy and detailed implementation 
of a universal probe mechanism for TFTR which utilizes the experience gained 
by designing and operating aerospace mechanisms. 

INTRODUCTION 


The Universal Diagnostic Probe System is a mechanism that will insert 
several types of scientific plasma measuring instruments into the plasma edge 
of the Fusion Reactor. It must operate from below the reactor substructure 
and make a reliable and accurate insertion approximately 4.5 meters verti- 
cally from the stowed position. Provision is also made for rotating the in- 
strumentation at the probe head and its 16 electrical conductors (2 of which 
are high voltage) 360 degrees at a varying rate, when in the fully extended 
or stowed position. 

This mechanism must be exposed to harsh environments of temperature (in 
excess of 200°C) , high vacuum (less than 10“^ Torr), high radiation levels 
[4 X 10^ rad (Si)], and high magnetic impulses (150 Tesla/sec), without out- 
gassing contaminants to the fusion plasma. It must also operate reliably 
over an eight-year period , since breaking vacuum to repair the mechanism 
would be costly when the system is fully operational. It must also not fail 
in a position or manner that impedes the attainment of scientific data from 
other diagnostic instrumentation or cause the plasma to be unstable. 

This paper discusses the design of the Universal Diagnostic Probe Sys- 
tem and demonstrates how the mechanisms achieve their specifications. 

Hardware developed for aerospace has traditionally demanded solution of 
challenging technical problems. Often these challenges are the result of 
harsh environmental and operational constraints. The design and development 
of scientific instrumentation for a nuclear fusion reactor such as Princeton 
Plasma Physics Laboratory’s Tokamak Fusion Test Reactor (TFTR) offers engi- 
neers and scientists many of the same kinds of problems found In aerospace. 

In many ways, the environment found on TFTR combines all of the worst con- 
straints we find in aerospace. 
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Tokamak Fusion Test Reactor 


The nation’s first magnetic confinement device capable of producing a 
significant quantity of fusion energy is currently being constructed by 
Princeton University’s Plasma Physics Laboratory (PPPL) « The Tokamak Fusion 
Test Reactor (TFTR) , the largest construction project- to date in the U.S. 
fusion program, is scheduled to be operational at Princeton in 1982. The 

TFTR project is being funded by the U.S. Department of Energy (DOE) as part 
of its national program to develop nuclear fusion as a safe, economical and 
environmentally acceptable method of generating electricity for the long 
term. 


Other earlier Tokamaks in the U.S. and other nations were built to study 
plasma confinement below reactor-level conditions; TFTR has been designed to 
attain reactor-level plasmas and to yield experimental data relevant to fu- 
ture fusion power plants. 

Figure 1 shows an artist’s rendition of TFTR. 

System Overview 


The imposed environments (shown in Figure 2) and requirements placed on 
this probe system play a significant role in its design. 

A cross section of the Tokamak torus is shown at the top of the figure. 
The probe system is below the torus and extends through the substructure (a 
2-meter-thick concrete floor) to the test cell basement floor. The probe 
system consists of basically four elements: a vacuum envelope which can be 

isolated from the Tokamak by two gate valves, a guide tube which helps guide 
and position the probe during its vertical travel, the Vacuum Vessel Inter- 
face Section (VVIS) which provides 10-kV electrical isolation and accommo- 
dates thermally induced relative motion between the torus vacuum vessel and 
the rest of TFTR, and the probe tube itself (approximately 4.8 meters long) 
which resides in the test cell basement area when fully retracted and extends 
to the plasma edge when fully inserted. The probe tube also contains the 
mechanism for rotating interchangeable probe heads. The system is noncon- 
taminating and its materials are chosen for their low-out gas sing properties, 
in order to maintain a vacuum better than 10“^ Torr. 

The external environment is clearly harshest near the plasma. The mag- 
netic flux of 60,000 gauss, the bake-out temperature of 150°C, the probe head 
temperature of 200°C, and the high radiation levels all place particularly 
difficult constraints on the choice of materials and limit the techniques ac- 
ceptable to maintain 2-kV electrical potentials at various points throughout 
the system and to transmit data signals from the probe head instrumentation 
to the data-taking computer system with low noise immunity. Noise immunity 
must be 1 nanoarapere or 1 microvolt from frequencies of dc to 1 mega- 
hertz . 
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Design Features 


The design of mechanisms for this system must maximize reliability in 
the IFTR environment. As a result, the probe system design and development 
have encountered many difficult subproblems including: 

- How do you align and maintain alignment of a 9-meter-long vacuum envelope, 
with 6 interfaces, that experiences a variety of thermal gradients and 
excursions? 

- What materials are best to survive and perform in the imposed environ- 
ments? This includes lubrication of various mechanisms and guides. 

- What structural design best survives the high electromagnetically induced 
lateral loads during plasma disruptions? These impulse loads can be as 
high as 1000 kg for 10 milliseconds spread over the top meter of the probe 
A bent probe incapable of being withdrawn below the isolation gate valves 
would necessitate the breaking of system vacuum. When TFTR is fully oper- 
ational, the cost associated with breaking vacuum can be staggering. 

- What is the most reliable way to hoist and lower the probe? 

- What is the most reliable way to rotate probe head instruments anywhere 
along the 4.5-meter vertical stroke? 

- What is the most reliable way to get signal and bias wires to the probe 
head instruments and mechanisms? 

The last three subsystems are shown in Figure 3 and will be the focus of 
our discussion. 

Vertical Drive: 

The vertical drive system is one of the most crucial subsystems from a 
reliability standpoint. A failure of this system with the probe in the full- 
up or even a partially up position would have unacceptable cost and technical 
implications for the TFTR project. In addition to simply raising and lower- 
ing the probe, the system must position the probe relative to the plasma with 
good precision, repeatability, and knowledge. 

Trade-offs were performed on different types of hoist methods to deter- 
mine which method met the performance requirements with the maximum reli- 
ability. Also considered was the ability to incorporate a back-up system for 
getting the probe down below the gate valves if a failure occurred in the 
primary drive system. 

Three basic types of drive systems were examined: rack and pinion, lead 

or ball screw and a continuous loop cable hoist. The rack and pinion was 
chosen for its reliability and its predictable precision. 
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The vertical drive system is shown in Section B-B and is located at the 
top of the vacuum envelope. A stepper motor drives a worm gear reducer, which 
in turn transmits torque to a rack and pinion system through a metal-bellows- 
type vacuum feed- thru. To reduce torque transmitted by the feed-thru and 
prolong its life, additional gear reduction is performed inside the vacuum 
envelope before the rack and pinion drive. A pair of angled guide rollers on 
the back side of the custom rack maintain proper gear engagement of the rack 
and pinion throughout the vertical stroke. 

Rotary Drive; 

A unique feature of this probe system is the rotary drive. It is lo- 
cated at the lower end of the moving probe tube and is contained within its 
own hermetically sealed housing. Thus, it utilizes conventional wet lubri- 
cants for maximum reliability without fear of contaminating TFTR. 

Since the rotational drive system is also a critical subsystem, the de- 
sign was chosen carefully. Particular emphasis was given to designing a sys- 
tem that is both reliable and independent from the vertical drive system. 

What is meant by independent here is that any type of failure on the rota- 
tional system or as a result of the rotation system would not preclude the 
probe from being withdrawn from the plasma to a position below the gate 
valves . 

i 

The purpose of this mechanism is to rotate the probe head 360 degrees at 
a selectable speed from 3.6 degrees /second to 90 degrees/second anywhere 
along the 4.5-meter vertical stroke. 

Three basic types of rotational drives were explored; two of these have 
motors external to the vacuum housing tube and one has an internal motor. 

One type of drive system studied involves a scheme whereby a motor ex- 
ternal to the vacuum envelope drives a 5-meter shaft through a vacuum feed- 
thru. The probe tube slides vertically along the shaft. 

Another type studied involves a motor outside the vacuum housing which 
drives a gear through a vacuum feed-thru. This gear engages the probe tube 
at distinct zones along the vertical stroke. 

The design selected for use on this system and shown in Figure 3 has 
many advantages. The most important one is that no matter what happens in 
this subsystem, it will not prevent the probe from being safely withdrawn 
vertically below the isolating gate valve. The wires to drive the stepper 
motor and to receive encoder signals must however accommodate 4.5 meters of 
motion. Since the probe head signal and bias wires already have this re- 
quirement, it was convenient to combine the wires into one cable. 
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Electrical Connection; 

After many trade-off studies, a cable configuration was chosen that min- 
imizes noise pickup in the high magnetic field, survives the operating envi- 
ronment and minimizes material outgassing. A flexible, shielded kapton sand- 
wich cable has been designed which allows a mixing of conductor types . Flat 
conductors of various sizes can be combined with twisted pairs of polyimide- 
covered magnet wire in a single laminated cable. It is shielded with 2300 
angstroms of copper electro-deposited around the cable before the last layer 
is assembled. 

The cable is used in a "seat-belt retractor" type mechanism to maintain 
electrical continuity throughout the probe vertical stroke. The cable is 
shown in the retracted position in Figure 3. A cross section of the cable 
laminate is shown in Figure 4 and a photograph of a cable sample is shown in 
Figure 5. 

CONCLUSIONS 


The technology developed for the design of aerospace instrumentation 
has wide-ranging applications; one given here is the development of a univer- 
sal diagnostic probe system for TFTR. This instrument challenges the de- 
signer to formulate a design which operates reliably in each of the worst 
combinations of environments. 

Some of the designs discussed here show that by isolating subsystems, 
reliability is increased. A failure in any of the many subsystems, such as 
the vertical insertion stroke drive, the probe head rotary drive and the 
electrical conductor take-up reel , will not cause a failure in any other sub- 
system or prevent the probe system from being withdrawn to a safe position 
below the isolation gate valve. This is an important consideration in the 
design of this mechanism and is an outgrowth of experience gained in design- 
ing complex spaceborne mechanisms where repair is expensive, if not impos- 
sible. The philosophy of isolating failures to distinct subsystems proves 
to be a key ingredient toward mimimizing the impact of failures, if they 
occur, and providing responsive back-up scenarios. This scheme, coupled with 
designing simple, reliable mechanisms to start with, gives a mechanical system 
like the Universal Diagnostic Probe the necessary features to survive and 
operate satisfactorily in the harsh environment of TFTR. 
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Figure 1. Artist’s Rendition of TFTR 
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Figure 5. Kapton Sandwich Cable Sample 
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